術前肺機能検査におけるimpulse oscillation system法の回帰分析法を用いた評価 by 岡安 理司 et al.
術前肺機能検査における impulse oscillation  
system法の回帰分析法を用いた評価
昭和大学医学部麻酔科学講座
岡安 理司 吉江 和佳 稲村 ルヰ





相関性はまだ明らかではない．この点を明らかにするため，20 歳より 89 歳までの術前患者
620 症例において，IOS により得た検査値と従来の肺機能検査値について回帰分析を行い，得
られた R2 値により比較した．以前施行した直線回帰分析では，IOS の 5 パラメータと従来の
肺機能検査法により得られた 13 パラメータとの間の 65 組み合わせのうち 45 組で推計学的に
有意な回帰式が得られ，相関性は強いと考えられたが，相関性を示唆する R2 値は最高でも
0.267 であった．そのため今回は曲線回帰分析において同様に 24 組み合わせについて検討した
ところ，19 組で推計学的に有意な回帰式が得られた．しかし，R2 値は最高で 0.293 であり，
直線回帰と比較して大きな増加はみられなかった．R2 値では，直線回帰では 0.2 以上を示した
組 み合わせは 3組だけであったが曲線回帰では 5組，0.15 ≦ R2 ＜ 0.20 では 10 組に対し 15 組
あった．直線回帰では有意差が見られた 45 組において R2 値が 0.1 に届かない組み合わせは 22
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し，承諾を得られた患者を対象とした．2004 年 1月
から 2009 年 10 月の間に，当科において術前呼吸機


















ス（X）を算出し，周波数が 5 Hz でのリアクタン
ス（X）と粘性抵抗（R）から全呼吸インピーダン
ス（Z）を算出した．
　IOS の計測において，5 Hz のインパルス負荷に
得られた R，X，Z などをそれぞれ R5，X5，Z5 と
称し，20 Hz 負荷時の Rを R20 とした．R5 は全気道
抵抗を，R20 は中枢気道抵抗を示すとされ，末梢気
道抵抗 R5-R20 は R5 と R20 の差として求めることが
できる．
　直線回帰分析では IOS の 5 パラメータ（R5，
R20，R5-R20，X5，Z5）とスパイロメトリーから
得た VC（肺活量），FEV1.0（1 秒量），％ VC（％
肺活量），FEV1.0％（一秒率），フローボリューム













気量－クロージングキャパシティ），⊿N2 の 13 パ
ラメータとの間の 65 組について，曲線回帰分析で























計 13 パラメータとの間の 65 組み合わせで得た 1次
式で，統計学的に有意差を認めたのは 45 組であっ
た．内訳を見ると，IOS とスパイロメトリーの 4パ






　フローボリューム曲線の 5パラメータと IOS の








表 1　Characteristics of 620 patients studied
Male/Female Age （years） Height （cm） Weight （kg）
355/265 57.4±18.7 160.5±9.8 57.4±12.1
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　曲線回帰では，IOS の 4 パラメータとスパイロメ
トリおよびフローボリュウム曲線の 6パラメータと
の間の 24 組から得られた回帰式では，19 組で有意
差が認められた．IOS とスパイロメトリーとの組み
合わせでは，Z5 との組み合わせ以外の 6組（表 5）
で，IOS とフローボリュウム曲線との組み合わせで
表 2　The regression equation and R2 value for each relationship between spirometry and IOS
R5 R20 R5-R20 X5 Z5
VC －2.65x＋4.15, 0.127＊ －2.78x＋3.97, 0.0688＊ －4.05x＋3.53, 0.0995＊ 5.73x＋4.00, 0.226＊ －2.66x＋4.23, 0.166＊
％ VC －23.3x＋112, 0.0197＊ －16.6x＋109, 0.00494 －45.3x＋108, 0.0250 83.6x＋116, 0.0966＊ －30.4x＋116, 0.0436＊
FEV1.0 －2.61x＋3.37, 0.177＊ －2.52x＋3.14, 0.0809 －4.24x＋2.78, 0.156＊ 5.03x＋3.14, 0.267＊ －2.54x＋3.42, 0.217＊
FEV1.0％ －16.6x＋83.4, 0.0581＊ －10.9x＋80.5, 0.0123＊ －33.0x＋80.2, 0.0767＊ 20.1x＋80.3, 0.0324 －14.4x＋83.1, 0.0563＊
（＊P ＜ 0.05）
VC: vital capacity, FEV1.0 : forced expiratory volume ％ in 1 second, R5 : resistance at 5 Hz, R20 : resistance at 20 Hz, R5-R20 : subtract 
R20 from R5 , X5 : reactance at 5 Hz, Z5 : impedance at 5 Hz.
表 3　The regression equation and R2 value for each relationship between max. expiratory ﬂow volume cure and IOS
R5 R20 R5-R20 X5 Z5
PEFR －5.82x＋7.92, 0.166 －6.01x＋7.52, 0.0873＊ －8.70x＋6.55, 0.125 9.75x＋7.21, 0.178＊ －5.39x＋7.93, 0.185＊
MMEF －3.79x＋3.61, 0.153＊ －3.04x＋3.10, 0.0486＊ －6.98x＋2.82, 0.189＊ 5.90x＋3.08, 0.141＊ －3.48x＋3.60, 0.168＊
V
4
25 －1.64x＋1.43, 0.109＊ －1.17x＋1.17, 0.0274 －3.26x＋1.11, 0.144＊ 2.52x＋1.20, 0.0981＊ －1.51x＋1.43, 0.120＊
V
4





25 2.71x＋3.28, 0.0387 2.28x＋3.61, 0.0135 4.87x＋3.85, 0.0421＊ －4.63x＋3.60, 0.0433＊ 2.45x＋3.30, 0.0412＊
（＊P ＜ 0.05）
PEFR: peak expiratory ﬂow rate, MMEF: max. mid expiratory ﬂow, V
4
25 : ﬂow rate at 25％ of vital capacity, V
4
50 : ﬂow rate at 50％ of  vi-
tal capacity, R5 : resistance at 5 Hz, R20 : resistance at 20 Hz, R5-R20 : subtract R20 from R5 , X5 : reactance at 5 Hz, Z5 : impedance at 5 Hz
表 4　The regression equation and R2 value for each relationship between single breath N2 washout test and IOS
R5 R20 R5 －R20 X5 Z5
CV －0.181x＋0.468, 0.00489 －0.179x＋0.453, 0.00235 －0.332x＋0.431, 0.0055 0.463x＋0.468, 0.0122 －0.204x＋0.482, 0.00801
CV/VC 0.0477x＋0.110, 0.00337 0.0478x＋0.114, 0.00168 0.0621x＋0.122, 0.00192 －0.0849x＋0.115, 0.00408 0.0410x＋0.111, 0.00325
ΔN2 3.79x＋3.00, 0.018 2.87x＋3.55, 0.00508 7.71x＋3.73, 0.0250＊ －12.2x＋2.66, 0.0709＊ 4.43x＋2.64, 0.0319＊
FRC-CC －1.51x＋1.26, 0132＊ －1.54x＋1.15, 0.0680＊ －2.27x＋0.906, 0.0996＊ 2.60x＋1.08, 0.149＊ －1.42x＋1.27, 0.151＊
（＊ P ＜ 0.05）
CV: closing volume, CV/VC: closing volume/vital capacity, FRC-CC: subtract closing capacity from functional residual capacity, ⊿ N2 : 
diﬀerence of nitrogen concentration between 1250 ml and 750 ml volume at single breath nitrogen washout test, R5 : resistance at 5 Hz, 
R20 : resistance at 20 Hz, R5-R20 : subtract R20 from R5 , X5 : reactance at 5 Hz, Z5 : impedance at 5 Hz
表 5　The non-regression equation and R2 value for each relationship between spirometry and IOS
R5 R5-R20 X5 Z5
VC 1.47e－0.882X, 0.134＊ 3.40e－1.35X, 0.106＊ 4.02e2.01X, 0.260＊ 4.30e－0.894X, 0.179
FEV1.0 3.47e－1.16X, 0.196＊ 2.67e－1.87X, 0.171＊ 3.16e2.30X, 0.293＊ 3.56e－1.14X, 0.245
（＊P ＜ 0.05）
VC: vital capacity, FEV1.0 : forced expiratory volume ％ in 1 second, R5 : resistance at 5 Hz, R20 : re-
sistance at 20 Hz, R5-R20 : subtract R20 from R5 , X5 : reactance at 5 Hz, Z5 : impedance at 5 Hz
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た回帰式の中で R2 値が最も高かったのは X5 と
FEV1.0 との間で見られ，0.267 であった（図 1）．二
番目に高いR2値もX5とVCとの組み合わせであり，




リーで 3 組，フローボリュウム曲線では PEFR と
MMEF において 6 組あったが，単一呼吸 N2 洗い
出し法では Z5 と FRC-CC との組み合わせしかな
かった．0.10 ≦ R2 ＜ 0.15 であった組み合わせは 10
組あり，スパイロメトリーで 1組，フローボリュウ




られた回帰式の中で R2 値が最も高かったのは X5
と FEV1.0 との間で見られ，0.293 であった（図 2）．
表 6　 The non-regression equation and R2 value for each relationship between max. expiratory ﬂow 
volume cure and IOS
R5 R5-R20 X5 Z5
PEFR 8.12e－1.08X, 0.177＊ 6.32e－1.65X, 0.139＊ 7.14e－1.84X, 0.196 8.14e－1.00X, 0.198＊
MMEF 3.92e－2.05X, 0.194＊ 2.53e－3.58X, 0.200＊ 3.03e3.39X, 0.0203 3.93e－1.89X, 0.216
V
4
25 1.50e－2.45X, 0.170＊ 0.888e－4.35X, 0.179＊ 1.11e4.10X, 0.180＊ 1.50e－2.27X, 0.189＊
V
4
25/Ht 0.883e－2.29X, 0.156＊ 0.546e－4.15X, 0.172＊ 0.664e9.81X, 0.164＊ 0.887e－2.12X, 0.174＊
（＊P ＜ 0.05）
PEFR: peak expiratory ﬂow rate, MMEF: max. mid expiratory ﬂow, V25 : ﬂow rate at 25％ of vital ca-
pacity, R5 : resistance at 5 Hz, R5-R20 : subtract R20 from R5 , X5 : reactance at 5 Hz, Z5 : impedance at 5 Hz
図 1　 Linear regression analysis of 620 paired FEV1.0 
to X5
FEV1.0 : forced expiratory volume ％ in 1 second, X5 : 
reactance at 5 Hz
図 2　 Non-linear regression analysis of 620 paired 
FEV1.0 to X5
FEV1.0 : forced expiratory volume ％ in 1 second, X5 : 
reactance at 5 Hz
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二番目に高いR2 値も直線回帰と同様にX5 と VCと
の組み合わせであり，0.260 であった．R2 値が 2.0
以上になったのは5組あった．1.5≦R2＜ 2.0となっ






25/Ht との解析では 8 組
全例が相当した．0.10 ≦ R2 ＜ 0.15 であった組み合
わせは 3組であった（表 5，6）．
　両回帰分析において，IOS と従来の検査法との間
に相関性はあるが，R2 値は最高でも 0.3 以下と小さ
かった．全ての組み合わせにおいて直線回帰より曲
線回帰分析の方が，R2 値は高かった（表 7）．
　（2）IOS の 5 パラメータの比較
　R5 の解析では，R2 が 2.0 以上となった組み合わせ
は両回帰分析ともなかったが，0.15 ≦ R2 ＜ 0.20 は
直線回帰では 3組，曲線回帰では 6組中 5 組あり，
さらに 0.10 ≦ R2 ＜ 0.15 は直線回帰では 2組，曲線
回帰では残りの 1組が相当した．
　R20 の解析は直線回帰のみに行ったが，R2 が 1.0
以上の組み合わせは全くなかった．R5-R20 では，0.2
≦ R2 となった組み合わせは直線回帰ではなかった
が，曲線回帰では 1組あり，0.15 ≦ R2 ＜ 0.20 は直
線回帰では 2組，曲線回帰では 3組みられ，0.10 ≦
R2 ＜ 0.15 は直線回帰では 3組，曲線回帰では 2組
あり，曲線回帰では全ての組み合わせにおいて 0.10
≦ R2 であった．X5 では，R2 が 2.0 以上の組み合わ
せは直線回帰，曲線回帰とも 2組，0.15 ≦ R2 ＜ 0.20
が直線回帰では 1 組，曲線回帰では 3 組，0.10 ≦
R2 ＜ 0.15 が直線回帰で 2組あった．Z5 では，R2 が
2.0 以上となったのは直線回帰で 1組，曲線回帰は 2
組あったが，曲線回帰の 2組では有意差がみとめら
れなかった．0.15 ≦ R2 ＜ 0.20 が直線回帰では 4組，
曲線回帰では残りの 4組が相当した．さらに直線回
帰では 0.10 ≦ R2 ＜ 0.15 が 2 組あった．























この際 5 Hz のインパルス波は中枢から末梢へと全
気道に到達するのに対し，20 Hz のインパルス波は
表 7　Correlation coeﬃcient （R2） between parameters in IOS
R5 R5-R20 X5 Z5
直線回帰 曲線回帰 直線回帰 曲線回帰 直線回帰 曲線回帰 直線回帰 曲線回帰
VC 0.127＊ 0.134＊ 0.0995＊ 0.106＊ 0.226＊ 0.260＊ 0.166＊ 0.179
FEV1.0 0.177＊ 0.196＊ 0.156＊ 0.171＊ 0.267＊ 0.293＊ 0.217＊ 0.245
PEFR 0.166＊ 0.177＊ 0.125 0.139＊ 0.178＊ 0.196 0.185＊ 0.198＊
MMEF 0.153＊ 0.194＊ 0.189＊ 0.200＊ 0.141＊ 0.0203 0.168＊ 0.216
V
4
25 0.109＊ 0.170＊ 0.144＊ 0.179＊ 0.0981＊ 0.180＊ 0.120＊ 0.189＊
V
4
25/Ht 0.0993＊ 0.156＊ 0.140＊ 0.172＊ 0.0890＊ 0.164＊ 0.110＊ 0.174＊
（＊P ＜ 0.05）
R5 : resistance at 5 Hz, R5-R20 : subtract R20 from R5 , X5 : reactance at 5 Hz, Z5 : impedance at 5 Hz, VC : vital capaci-
ty, FEV1.0 : forced expiratory volume in 1 second, PEFR: peak expiratory ﬂow rate, MMEF: max. mid expiratory 
ﬂow rate, V
4
25 : ﬂow rate at 25％ of vital capacity, V
4
25/Ht : ﬂow rate at 25％ of forced vital capacity/height












おける抵抗を示すため，R5 や R20 などは FEV1.0 お



















































　その上，IOS の R5-R20 と V
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IMPULSE OSCILLATION SYSTEM IN PREOPERATIVE PULMONARY  
FUNCTION TEST: EVALUATION BY REGRESSION ANALYSIS
Tadashi OKAYASU, Kazuka YOSHIE, Rui INAMURA,  
Yasura SUZUKI and Kazumaza YASUMOTO
Department of Anesthesiology, Showa University School of Medicine
　Abstract 　　 Preoperative lung function tests are useful to evaluate the preoperative pulmonary con-
dition and to detect a high risk of postoperative pulmonary complications.  But, maximum expiratory ef-
fort by patients is necessary to determine lung function.  On the other hand, it is believed that respirato-
ry system impedance using an impulse oscillatory system （IOS） can quickly evaluate total airway 
resistance （R5）, large airway resistance （R20）, small airway resistance （R5-R20） and capacitive reactance 
（X5） under breathing at rest.  In this study we used regression analysis to evaluate the relationship be-
tween parameters in IOS and non-IOS.  Six hundred-twenty patients （20 to 89 year of age） scheduled for 
elective surgery were studied.  IOS and non-IOS, such as spirometry, maximum expiratory ﬂow-volume 
curve and single N2 washout curve were preoperatively measured to investigate the relationship be-
tween parameters in IOS and non-IOS.  We examined the relationship between IOS and non-IOS by cal-
culating Pearson’s product-moment correlation coeﬃcient.  Regression equations obtained between IOS 
and non-IOS parameters were statistically signiﬁcant （p ＜ 0.05）.  In the linear regression equation, the 
highest correlation coeﬃcient （R2） was 0.267 between X5 and FEV1.0 .  Similarly, in the regression equa-
tion curve, the highest R2 value was 0.293 between X5 and FEV1.0 .  In the linear regression equation in 
the set of 45 a signiﬁcant diﬀerence was observed, the combination R2 value did not reach 0.1 was 22 
pairs and it was equivalent to about half of.  In the evaluation using the regression equation curve be-
tween each parameter of the IOS and the conventional inspection methods a high linear regression analy-
sis correlation was observed.  However, the correlation was not high enough to substitute the test with 
IOS.
Key words :  impulse oscillation methods, preoperative pulmonary function test, regression analysis, spi-
rometry
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